AKPEJIUTALIMOHO Axpeautaunonu 0poj / Accreditation No: Osuaxa npenvera / File Ref. No.:

2-01-024

TEHO 01-008 Baxwu o / Valid from:
CPEUIE ' 28.07.2025.

: 3amemyje O6um ox / Replaces Scope dated:

ATC Alatym mpse akpeaKTaLtie /3 g 790 05.09.2024,

Date of initial accreditation:

OBUM AKPEJIMTAIINJE

Scope of Accreditation

AKpPeIuTOBAHO TEJIO 32 OllelhbHBabe ycarjameHnoctT / Accredited conformity assessment body

HNHCTAJIAIIJA - UTH KEIBEPUHI 100 BEOT'PA/]
JlabopaTopuja 3a HCHUTHBaKk-€ H Mepeme
Beorpan, Bajapa ’KuBojuna Jlykuha 58a

Craunpapn / Standard:

SRPS ISO/IEC 17025:2017
(ISO/IEC 17025:2017)

Cxpahenn ooum akpenuranuje / Short description of the scope

— TepMoTexHHYKa HWCMUTHBaka HHCTAIANM]ja 3a Pa3BOJ W JUCTPUOYIM]y BOJE M BasIyxa
(cucTemu 3a KJIMMaTH3alM]y ¥ BEHTWIALK]Y), U3MEHHBaya TOIUIOTE, CTAHOBA U Tpal)eBUHCKHUX
KOHCTPYKIIMja 3rpaja, CHCTeMa JaJbUHCKOT Tpejama, TEPMOSHEPreTCKUX HHCTaNIaIuja,
€JIEKTPO-EHEePreTCKUX MOCTPOjera U TOIUIOTHE U3oJauuje 3rpaja / thermo technical testing of
water and air transfer and distribution installations (air conditioning and ventilation systems),
heat exchanger, housing and building structures, systems of district heating, power plant
installations, electric and energy plants and thermal building insulation;

— ®usnyka UCIHTHBamka pajgHe cpenuHe, Oyke y JKUBOTHO] W PaJHO] CpPEeIWHH, M3BOpa OyKe,
rpal)eBUHCKUX MaTtepHjajia, rpal)eBUHCKMX eJeMeHaTa, KOHCTpYyKIHMja, oOjekara u Xama /
physical testing of working environment, environmental and workplace noise, noise source,
building materials, building elements, constructions, buildings and halls;

ATC-ITP15-002 Wzname/N3mena: 5/0 Hatym: 10.07.2023. Crpana: 1/3



4

ATC

Axkpenuranuonu 0poj/
Accreditation No.

01-008

Baxu on/Valid from: 28.07.2025.
3amemyje O6um o1/ Replaces Scope dated: 05.09.2024.

Hetasban o6um akpeauranuje / Detailed description of the scope

MecTO MCIMTHBAKA: TCPCH

TepMoTeXHUYKAa UCIUTHBaKka WHCTANAIM]a 33 Pa3BOJ U JUCTPUOYIIM]Y BOJE W Bazayxa (CUCTEMH 3a KIMMATHU3ALUjy U
BEHTWJIALIN]Y), U3MEHkHBada TOIUIOTE, CTaHOBA M Tpal)eBUHCKMX KOHCTPYKIMja 3Tpaja, CUCTeMa JaJbUHCKOT Tpejamba,

P.b.
MaTepHujaJi / Ipou3BoJ

KapaKTepPHCTHKA KOja ce MepH
(TeXHUKA UCIMTHBAKHA)

KBaHTHQUKANHje
(20e je npumer6o)

TEPMOCHEPIeTCKUX WHCTAJAlMja, CJICKTPO-CHEPreTCKUX TIOCTpOjeha M TOIUIOTHE U30Jalfje 3rpana; (U3NYKa)
VICIINTUBAha paHE CPEANHE.
Onmncer Mepemwa / TUMHUT
MpeaMer HcNUTHBAA/ Bpcra nenuTHBatba u/nH JAeTeKnuje / TUMHUT PedepenTau

JOKYMEHT

1. [Mucranaumje 3a pa3Boa u
nucTpudyuujy Boue u
Ba3/ayxa (CHCTeMH 3a

Mepemwe npoToKa MPUMEHOM

SRPS EN ISO 5167-1:2022

KJINMATH3AIHUjy U
BEHTHJIALHjY)

igs;mn, MIJIa3HHIA U BeHTypn 0 kPa mo 200 kPa SRPS EN ISO 5167-2-2022
Mepeme IpoToKa — METOAOM
MoJba Op3MHA KOja KOPUCTH 0 Pa 1o 3500 Pa  |SRPS ISO 3966:2023

ctatuuke I[IutooBe HeBu

VcnutuBame Lypema
Ba3IyIIHUX KaHala

750 Pa notmpurucka

10
2000 Pa nHapnputucka

SRPS EN 1507:2010
SRPS EN 12237:2010
DW/143:2000
DW/144:1998
EUROVENT 2/2:1996
DSMACNA

2. |A3MemnBa4YH TOILIOTE

HcnuruBame n3MemBada panu

HPOITYCTJBUBOCTH 3rpaja -
Merona nosehama npuTucka
nomohy BeHTHIIaTOpa

0 kPa 10 200 kPa |SRPS EN 305:2012
yTBphHBarka nepdopmancH 20 °C 10 200 °C  |SRPS EN 306:2012
W3MEHBUBAYA TOIUIOTE )
3. |CraHoBHM u 3rpajge HcnutrBame Ba3ayIlIHE SRPS U.J5.100:1984
MPOMYCTJEUBOCTH CTAHOBA - nogyuen
TormnorHe nepdopMaHnce 3rpajaa 50 m¥/h 10
- OnpehuBame Ba3ayIiHe 39000 m3/h

SRPS EN ISO 9972:2016

I'paheBuncke

KOHCTPYKIHUje 3rpaga

Mepeme nposiasza TOIoTe

Mepeme TOIUIOTHE OTIOPHOCTH
1 TOIUIOTHOT MPOBOhHeHa

-25°C o0 20 °C
0 1o 150 W/m?

SRPS U.J5.062:1984
- nogyyen

SRPS ISO 9869-1:2016

5. |CucremMu Ja/bHHCKOT
rpejama, TepMOeHepreTcke
HHCTAJANN]e, eJIEKTPO-
eHePreTcKa MnocTpojema,
TONJIOTHE U30JIaLuje

TCpMOBI/BI/Ij CKO HCIIMTHBAKLC

3rpaaa

-10 °C mo 1500 °C

SRPS EN ISO 6781-1:2023
DVmyrerBo

Panna cpennna

Mepeme TemnepaType Ba3ayxa

-50 °C o 125 °C

Mepeme BIaXXKHOCTH Ba3lyXa

0 % no 100 %

Mepeme Op3uHe CTpyjama

DpaBuinvk T.6

yrogHoctd PMV u PPD

0 % 1o 100 %

0 m/s 1o 5 m/s
Ba3;[yxa
Mepeme Cpeiibe TeMITEpaType -509C 70200°C  ['Vryrerso?
3pavera
OnpebuBarbe nHekca ) gongg ;1(‘)’ 210‘(‘)”05(: SRPS EN ISO 7730:2008

DIN EN 13779:2007
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Axkpenuranuonu 0poj/
Accreditation No.

Baxu on/Valid from: 28.07.2025.
3amemyje O6um o1/ Replaces Scope dated: 05.09.2024.

01-008

A

ATC

MecTO HCTUTHBAKA: TEPEH

HcnutnBama Oyke y JKHBOTHOj W PagHO] CpelwHH, OyKe BOJOBOJHMX HWHCTaJaluja, u3Bopa Oyke, rpal)eBUHCKHX|
MaTepHjaia, rpal)eBHHCKUX eJieMeHaTa, KOHCTpPyKLHja, o0jekaTra M Xajia; MCIHUTHBamba BUOpauuja W yAapa MalluHa,
oIpeMe M anaTa.

Omncer Mepema / TUMUT
Bpcra ucnuruBama u/mian

P.b. HpeuMeT HCIHTHBAMA/ KapaKTePUCTHKA KOja ce MepH Aerexuje / . Peceperrri
MaTepujaJji / IIPOU3BOJ (TeXHUKA MCIMTHBAKHA) (];g:;-[: :g;:;?:;" Oe) AOKyMEHT
1. Kusorna cpenuna OnpehuBame HUBOA OyKe 20 dB no 130 dB ggg %28 }ggg:é%g}g
2. |U3Bopu Oyke HcnutuBame (oapehuBame) L, SRPS EN ISO 3744: 2011
g;lﬁga SBYHHE cHare Hpopa 20 dB 0 130 dB  [SRPS EN ISO 3746: 2011
3. |['paheBuHCcKHU MaTepujaiu, R

Tepencka Mepema n3onanuje

20 dB no 80 dB SRPS EN ISO 16283-3:2017
0J1 Ba3TyIITHOT 3ByKa (hacaTHux

rpaljeBUHCKH eJleMeHTH,

KOHCTPYKLHje eniemenara u dacaia Da SRPS EN ISO 717-1:2021
8 20 dB 1o 80dB
I'paleBuHCKM 00jekTH TepercKa Mepelha Hionarlie SRPS EN ISO 16283-1:2016
o I33213 mHolz 3ByKa I/I3ML;T)J Dn SRPS ENISO
Xae HHOCTé‘yH.a Y Y 20dB 1080 dB  |16283-1:2016/A1:2018
POCTOPH] SRPS EN ISO 717-1:2021
ﬁzge‘;;K‘;Tﬁ;iei;ﬁmiugz L, SRPS EN ISO 16283-2:2021
yerp pyKiH 20 dB 1080 dB  [SRPS EN ISO 717-2:2021
01 3ByKa ynapa
SRPS U.J6.057:1982
Mepe}ge BpeMeHa T - nosyuen
peBepbepattije O.s2020s  IoppS EN 130 3382-2: 2010
DJlerenna:
Pedepentan T0KyMeHT Pedepeniia / Ha3UB MeTOIe UCIITHBAA
ViyrerBo! Ynyrcro npoussohaya FLIR SYSTEMS Operator’s manual PUBL. Nol 558 790, 2008
VIVTeTBo? YuyrctBo 3a pykoBame ypehajem 3a Mepeme napaMerapa MHUKpPOKIMME, TOIUIOTE pajujanuje u
Y onpehuBame creneHa TypOyneHnumje Bazayxa (Yoyrcrro npoussohaua amapara Ahlborn, ALMEMO)
Tpasunx 12111)/%1391@;}/1;4;)0 MIPEBEeHTUBHUM Mepama 3a 0e30enaH u 3/1paB paja Ha pagHoM mecty (,,Ci. rimacauxk PC*, Op.
SMACNA Sheet Metal and Air Conditioning Contractors’ National Association

Ogaj O6uMm akpenuTanuje Baxu camo y3 Ceptudukar o akpenuranuju 6poj /

This Scope of accreditation is valid only with Accreditation Certificate No 01-008
AKpeauTanuja BaxH a0 /
Accreditation expiry date 15.03.2027.
JAUPEKTOP
mp Jlparan Ilymapa
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